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Dear Patient,

You have received from your supplier a FIOR & GENTZ orthosis shoe.

1. Safety Instructions

1.1 Classification of the Safety Instructions

DANGER
Important information about a possible dangerous situation 
which, if not avoided, leads to death or irreversible injuries.

WARNING
Important information about a possible dangerous situation 
which, if not avoided, leads to reversible injuries that need 
medical treatment.

CAUTION
Important information about a possible dangerous situation 
which, if not avoided, leads to light injuries that do not need 
medical treatment.

NOTICE
Important information about a possible situation which, if 
not avoided, leads to damage of the product.

All serious incidents according to Regulation (EU) 2017/745 which are related to the 
product have to be reported to the manufacturer and to the competent authority of 
the Member State in which the orthopaedic shoemaker or qualified/trained expert 
and/or the patient is established.

Instructions for Use for Patients 
Orthosis Shoes

EN



4

1.2 All Instructions for Your Safety

 WARNING
Risk of Falling Due to Damaged Shoe
Have your orthopaedic shoemaker or an qualified/trained expert inform you about 
the correct use of the shoe and potential dangers. Do not use the orthosis shoe 
with a worn sole, damaged shoe laces or damaged hook and loop fasteners. If 
necessary, have the shoe resoled and exchange the laces or the hook and loop 
fasteners.

 CAUTION
Postural Damage due to Lack of Height Compensation
Have your orthopaedic shoemaker or an qualified/trained expert produce a height 
compensation in order to avoid loss of function of the orthosis and postural 
damage.

NOTICE
Pressure Points Due to Improper Wearing of the Orthosis Shoe
Put the orthosis shoe on as described in these instructions for use to avoid a loss 
of the fixation function and possible pressure points.
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2. Application

The FIOR & GENTZ orthosis shoes were designed for people wearing an orthosis for 
the lower extremity with a unilateral construction in the ankle area. Due to the elas-
tic material on the outer side, the orthosis shoes can accommodate mechanical ankle 
joints. Although the orthosis shoes have been primarily developed to be used with 
system ankle joints by FIOR & GENTZ, they can also be combined with joints from 
other manufacturers. The orthosis shoes support you when walking with an orthosis.

Due to the indication-based selection, the individual adaptation and for hygienic 
reasons, the orthosis shoes may only be used by yourself.

The following orthosis shoes are part of the FIOR & GENTZ product range:
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3. Scope of Delivery

The scope of delivery includes the following articles:

Description Quantity Unit

orthosis shoe (fig. 1) 1 pair

insole (fig. 2) 2 piece
shoe laces (for normal use; 
without fig.) 1 piece

shoe laces (for one-handed 
lacing; without fig.) 1 piece

Guide for One-Handed Lacing 
(without fig.) 1 piece

You will find lengths of the shoelaces in the following 
table.

Shoe Lace Shoe Length of the 
Shoe Lace Shoe Size

shoe lace for normal use

CROSSROADS 80cm 36–48

PARKSTREET
URBANSTREET

95cm 32–36
120cm 37–42
150cm 43-48

shoe lace for one-handed 
lacing

CROSSROADS 110cm 36–48

PARKSTREET
URBANSTREET

125cm 32-36
150cm 37–42
180cm 43–48

fig. 1

fig. 2
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4. Use

Orthosis shoes must always be used in pairs.

4.1 Insoles

To compensate a height difference between a foot 
without orthosis and a foot with orthosis, you need to 
remove both insoles from the shoe in which you are 
wearing your orthosis. If the height still differs, ask your 
supplier to produce a height compensation for you.

4.2 Putting On the Orthosis Shoe

Always put on and take off the orthosis shoe while you 
are seated. Remember to wear socks in your orthosis 
shoe.

1  Open the hook and loop fastener and the shoe laces 
of the orthosis shoe.

2 Place the orthosis’ foot piece in the shoe (fig. 3).
3 Partially lace the orthosis shoe.
4  Step into the foot piece in the orthosis shoe by 

using the heel strap (fig. 4).
5  Completely lace the orthosis shoe, then tighten the 

shoe laces.
6 Close the hook and loop fastener (fig. 5).

The foot should sit firmly in the shoe. However, exces-
sive pressure should be avoided.

fig. 3

fig. 4

Only use suitable FIOR & GENTZ insoles.

fig. 5
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4.3 One-Handed Lacing

If you can only use one hand to lace your orthosis shoe due to a physical impairment, 
follow the Guide for One-Handed Lacing. You can find the leaflet enclosed with the 
orthosis shoe. If you are physically not capable to put on the orthosis shoe on your 
own, ask another person for assistance.

5. Useful Life

Please note that the period of use relates to the frequency of wear. That is why we 
recommend to regularly check the orthosis shoe for external damages.

6. Behaviour in the Event of Anomalies during Use

Immediately stop the use and contact your supplier if you notice any restrictions of 
your orthosis’ function. This includes, for example, an incorrect fit of the orthosis in 
the shoe, or damages to any tissue that is in direct contact with the orthosis shoe.

7. Care

To avoid pressure points, chafing and unnecessary material wear, always check your 
orthosis shoe for foreign objects like small stones or coarse dirt before wearing it.

7.1 General Information on Cleaning

Clean your orthosis shoe regularly. Every time you clean the orthosis 
shoe, inspect it for signs of wear and have it repaired, if necessary. 
The orthosis shoe must not be dried in the dryer or at the radiator 
(fig. 6). Instead, let it dry slowly at room temperature.

fig. 6
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7.2 Cleaning of Orthosis Shoes Made of Fabric

Remove minor soiling with a soft brush or a damp cloth. In case of 
severe soiling, you can wash the orthosis shoe in the washing machine 
for 30 minutes at 30°C without spin cycle (fig. 7). Use a laundry net as 
well as neutral soap or vinegar water. Close the hook and loop fasten-
ers before washing so that they will not become matted. Afterwards, 
stuff the orthosis shoe with newspaper and let it dry.

7.3 Cleaning of Orthosis Shoes Made of Nubuck Leather

Brush the shaft thoroughly. To do so, use a special nubuck leather brush made of 
velour. Furthermore, the orthosis shoe should be regularly covered with an impreg-
nation spray that protects the shoe against moisture. In order to preserve the colour 
freshness, we recommend using an impregnation spray that matches the colour of 
the leather. Please refer to the manual of the respective product for the frequency of 
application. Shoes made of nubuck leather should not be greased, since the grease 
cannot be absorbed by the material.

Slight soiling can be removed with a damp cloth. However, avoid exposing your 
orthosis shoe to heavy moisture. You should also keep it away from intense sunlight. 

8. Disposal

Orthosis shoes can be disposed of as residual waste (fig. 8). The 
orthosis shoe must be disposed of in particular in the event of 
damages or severe signs of wear.

fig. 8

residual waste

fig. 7

30°
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9. Signs and Symbols

Symbols on the Packaging

10. CE Conformity

We declare that our medical devices as well as our accessories for medical devices 
are in conformity with the requirements of Regulation (EU) 2017/745. Therefore, the 
FIOR & GENTZ products bear the CE marking.

medical device
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Gesellschaft für Entwicklung und Vertrieb 
von orthopädietechnischen Systemen mbH

Dorette-von-Stern-Straße 5 
21337 Lüneburg (Germany)

 
 info@fior-gentz.de 
 www.fior-gentz.com

+49 4131 24445-0 
+49 4131 24445-57
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